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The Hamamatsu R11410-10 PMT has been tested extensively at UCLA and Hamamatsu for use 
in future ton-scale dual-phase xenon dark matter detectors. The Rl 1410-10 PMT has been shown 
to have a quantum efficiency of greater than 30% at xenon scintillation wavelengths, a radioactivity 
of 20.4 mBq/piece and a dark count rate of 50 Hz at 0.3 photoelectron threshold. These results in 
conjunction with the high gain (up to 1 x 10 7 ), good single photoelectron resolution and stability 
at low temperature provide a satisfactory photosensor for the future of low background rare event 
searches. 
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1. INTRODUCTION 

Dark matter is thought to comprise approximately 23% 
of the energy density of the Universe [T| yet its funda- 
mental nature is still unknown. Direct dark matter de- 
tectors aim to discover theorized WIMP (Weakly Inter- 
acting Massive Particle) dark matter [2] through obser- 
vation of elastic nuclear recoil interactions in the active 
detector volume [3J . A class of these detectors using two- 
phase xenon time projection chamber technology mea- 
sures scintillation light and ionization signals in the no- 
ble liquid with photomultiplier tube (PMT) arrays placed 
around the detector volume determines the energy and 
particle type of the interaction (JHS] • Hence, an in-depth 
understanding of the PMT characteristics is necessary to 
minimize any uncertainty in the observation of a possible 
dark matter signal. 

This report catalogs the results of measurements of 
the Rl 1410-10 PMT performed at UCLA and Hama- 
matsu regarding relevant characteristics to dark matter 
searches. Section [2] describes the requirements needed 
of the PMT for direct dark matter detection. Section [3] 
focuses on the physical characteristics and material com- 
position of the PMT with respect to practical use and 
radioactive screening results. Lastly, section [4] explains 
the measurements performed and their applicability for 
observation of dark matter. 
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2. PMT REQUIREMENTS FOR DARK 
MATTER DETECTION 

In order to detect WIMP dark matter, detectors must 
have very low energy thresholds, low background rates 
and large volumes due to the steeply falling (exponen- 
tial) theoretical WIMP spectrum [7] and an extremely 
low interaction probability inferred from astrophysical 
observations [8]. The Hamamatsu Rl 1410-10 PMT has 
been developed and tested specifically for use in dual- 
phase noble liquid time projection chamber (TPC) dark 
matter detectors. 

The low energy threshold is achievable by having a 
high detector light yield and low noise photon detection 
devices. This requires that the PMT has high quantum 
efficiency at the scintillation wavelength of liquid xenon 
(178 nm) and high gain to improve the S/N ratio of single 
photoelectrons. 

An inherent low background rate is necessary to re- 
duce the possibility of a neutron or gamma-ray to mimic 
a WIMP signal. Since the PMTs are placed directly adja- 
cent to the detector volume, their intrinsic radioactivity 
contributes to a majority of the background present in 
the detector [pj. Using the cleanest materials possible 
will help in achieving the most sensitive limit achievable 
by a detector of this type. 

Similarly, anomalous behavior of the photomultiplier 
tubes, though physically different from a scintillation sig- 
nal, can give unwanted background for xenon detectors. 
Noise characterization is necessary to quantify any effects 
that may interfere with observation of a positive signal. 
The types of noise and their effects to be considered are 
dark current, dark pulses, afterpulsing, and excess noise 
factor. Dark current is an ambient direct current dc- 
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pendent upon the voltage applied. Dark pulses on the 
other hand, are short signals stemming mostly from the 
thermionic emission of the photocathode, which produce 
single photoelectron signals. Afterpulses are an issue af- 
ter very large signals (> 50 PE) during which ion feed- 
back in the PMT vacuum or at the first dynode may 
occur [TU] . Lastly, the excess noise factor provides a mea- 
sure of photoelectron resolution. 

In terms of physical characteristics required, the size, 
pressure qualities, and magnetic field effects are the most 
prominent. The next generation of noble liquid dark mat- 
ter detectors on the ton scale will be on the meter order 
in both diameter and radius. PMTs in the liquid volume 
must be able to withstand the pressure from the envi- 
ronment with no ill structural effects. Lastly, magnetic 
shielding of the dynode structure is necessary to reduce 
the possibility of external magnetic fields causing abnor- 
mal effects. 

These requirements may be summarized as: 

• Low Radiation to limit background rate entering 
detector, U/Th < 10 mBq. 

• High Quantum Efficiency > 30% at scintillation 
wavelength to maximize photoelectron yield. 

• High Gain > 10 6 for observation of single photo- 
electrons above noise level. 

• Low Dark Count Rate < 100 Hz at 0.3 PE threshold 
for low accidental background rate. 

• Low Excess Noise Factor < 1.3 for nominal photo- 
electron resolution of less than 15% expected from 
poisson statistics. 

• Large dynamic range for higher energy calibrations, 
anode linear within 5% to > 10 mA. 

• Good pulse properties in rise time, fall time, pulse 
width, and transit time spread (< 10 ns) to reduce 
uncertainties in signal readout. 

• Good uniformity in photocathode and collection ef- 
ficiency (> 80 %) to minimize positional depen- 
dence of incoming photons. 

• Robust physical structure to withstand high pres- 
sure and large magnetic fields. 

• Stable operation at liquid xenon temperatures. 



3. HAMAMATSU R11410-10 3-INCH 
PHOTO-MULTIPLIER TUBE 

The R11410-10 photomultiplier tube is a vacuum de- 
vice with a transparent synthetic silica window, a low 
temperature bialkali photocathode, and a 12 stage box 
and linear- focused style dynode structure [IT] . The pho- 
tocathode window is 76 mm in diameter with an effective 
diameter of 64 mm giving 71% active area coverage. The 




FIG. 1: External structure of the R11410-10 PMF. Flic 
physical dimensions are labeled in millimeters. 



application of a voltage up to 1950 volts divided along 
the dynode stages according to Hamamatsu specification 
provides a gain up to 2 x 10 7 for anode operation. This 
dynode structure allows for good collection efficiency, and 
pulse linearity [10] . The dynodes and photocathode win- 
dow are enclosed in a kovar metal body support structure 
with a ceramic stem and kovar leads shown in figure [T] 
A vacuum is pumped through a copper pipe to remove 
any impurities present. 

The choice of materials is extremely important for ra- 
dioactive background concerns. The R11410-10 PMT has 
been developed and constructed to use only clean mate- 
rials deemed appropriate for extremely low background 
experiments. The manufacturer quoted radioactivities 
for all PMT materials is 3.3 mBq/piece for 238 U, 2.3 
mBq/piece for 232 Th, 5.7 mBq/piece for 40 K and 9.1 
mBq/piece for 60 Co. However, the radiative content is 
also being measured externally using several different 
techniques including high purity germanium screening 
(HPGe), mass spectrometry (ICP-MS), and neutron acti- 
vation (NAA). These results will be presented elsewhere. 

To address the physical qualities required, both pres- 
sure tests and magnetic field tests are performed. At 
Hamamatsu, four Rl 1410-10 PMTs are placed in a pres- 
surized water tank with 6 total atmospheres. After a 
total operation time of 90 hours, each has been observed 
to have no structural damage and no change in perfor- 
mance. For reference, future ton scale detectors on the 
order of 1 m height will only be approximately 3 atmo- 
spheres based on the xenon phase diagram and tempera- 
ture expected |14) . The kovar metal body provides mag- 
netic shielding to reduce the effects any external magnetic 
fields have on the signal. Results are shown in section |4j 



4. MEASUREMENTS 

For all measurements performed at UCLA, the setup 
shown in figure [2] is employed. It consists of a double- 
walled stainless steel cryostat designed to be both light 
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FIG. 2: Schematic of the liquid nitrogen cooling setup for 
the R11410-10 PMT at UCLA. 



A. Quantum Efficiency 

The quantum efficiency is most important to achieve 
a low energy threshold by maximizing the conversion 
process of photons to photoelectrons at the photocath- 
ode window. The low temperature bialkali photocathode 
has been developed at Hamamatsu specifically to obtain 
the highest quantum efficiency at the xenon scintillation 
wavelength of 178nm. 

The quantum efficiency at room temperature is mea- 
sured by comparing the response the R11410-10 PMT to 
that of a standard PMT, which has been calibrated with a 
NIST standard UV sensitive photodiode. Figure [3] shows 
a typical QE wavelength dependence with a maximum 
around 178 nm and between 300 and 400 nm measured 
at Hamamatsu. 

The achieved value of 35% at I78nm, which varies by 
3% among production line PMTs, is favorable compared 
to the nominal requirements posed in section [2] and in 
relation to alternative photodetectors. In addition, the 
photocathode has a high quantum efficiency around 400 
nm, the resulting shifted wavelength for that of argon, 
which allows this same device to be applicable for liquid 
argon detectors. 



and vacuum tight. For low temperature operation, a vac- 
uum is pumped in the cryostat using an oil free pumping 
station 1 and then filled with dry gas nitrogen. The gas 
is cooled by convection through the constant flow of liq- 
uid nitrogen in the copper coil regulated by a mass flow 
controller. Heaters attached to the coil are connected 
to a Proportional-Integral-Derivative (PID) controller 2 , 
which uses feedback from Resistance Temperature De- 
tectors (RTDs) placed near the PMT to control the tem- 
perature. This system is able to maintain a temperature 
down to -150 °C with 0.1°C accuracy. 

Several BNC and SHV-10 feedthroughs are connected 
for signal readout and high voltage application. For the 
majority of tests performed except where noted, the stan- 
dard negative base was used with a typical operating volt- 
age 3 of -1750 V. A fiber is inserted in the setup, which 
allows for an external laser 4 and pulser 5 to be used for 
measurements and calibrations. Data from pulsed mea- 
surements is recorded using an oscilloscope 6 and current 
measurements are performed with a picoammeter 7 . 
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FIG. 3: Quantum efficiency versus wavelength for a typical 
R11410-10 model PMT. The maximum quantum efficiency 
of 35% occurs near 178 nm, the scintillation wavelength of 
xenon. Below 170 nm, there is a sharp cutoff due to the 
opacity of the quartz window. 



1 Pfieffer Vacuum Hi-Cube Eco-3 Pumping Station with a di- 
aphragm pump and a turbomolccular pump. 

2 Omega Model CN8201 Temperature Controller. 

3 Stanford Research Systems Model PS325 2500V-25W. 

4 Hamamatsu Laser Head M10306-30 402 nm 53 ps pulse width 
269 mW. 

5 Hamamatsu Picosecond Light Pulser C10196. 

6 LeCroy Oscilloscope WaveRunner 204Mxi-A 2GHz, 10 GS/s. 

7 Keithley Picoammeter 6485. 



B. Single Photoelectron Gain 

The measurement of the single photoelectron response 
is necessary to quantify the absolute gain, which is a 
unique calibration for each PMT. To measure the single 
photoelectron gain, the Rl 1410-10 PMT is placed in the 
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setup shown in figure [2] at the desired temperature. For 
the results shown in figure |1J the PMT with -1750 V 
applied is held at room temperature in a gas nitrogen 
environment. 
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FIG. 4: Single photo-electron gain spectrum at room temper- 
ature and -1750 V of the R11410-10 PMT. The pedestal and 
single photoelectron peaks are fitted with gaussians resulting 
in a single photoelectron gain of 6.82 x 10 6 . 

Light is introduced to the cryostat and PMT through 
the fiber by means of the pulsed picosecond laser, which 
also triggers the oscilloscope. In order to measure the 
single photoelectron gain, the light level is adjusted 
such that only one out of every ten laser pulses re- 
sults in the observation of a photoelectron signal from 
the PMT. Since this physical process will be distributed 
according to a poisson distribution, of the 10% of sig- 
nals which contain photoelectron pulses only 1 out of 20 

— u i will have more than 1 photoelectron. 



I Pois(iJ.=0.l,x>l) 

As a result, a relatively unpolluted sample of single pho- 
toelectrons is obtained. 

A time window after the triggered laser pulse is de- 
fined where the area of the signal pulse is measured. The 
typical window size used is on the order of several sin- 
gle photoelectron pulse widths (section 4G), about 50 
ns. The area of signal pulse is converted into a charge in 
units of electrons. The absolute gain is then obtained by 
the background subtracted single PE distribution. 

The results for a typical PMT are shown in figure HJ 
The value of the absolute gain at -1750 V is 6.82 x 10 5 , 
which provides gain sufficient to measure single photo- 
electrons above noise. 



C. Dark Current and Gain 

Application of high voltage to the dynodes of the PMT 
results in both an increase in signal and a noise compo- 



nent called dark current. This dark current can stem 
from a number of features including field emission, leak- 
age current, and thermionic emission [T^] which flows 
even without the presence of light. The gain and dark 
current have been measured to quantify their dependence 
upon the high voltage applied to the R11410-10. 
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FIG. 5: Dark current (green, dashed) and gain (blue, solid) 
versus high voltage of the R11410-10 PMT. Two features of 
the dark current curve are readily seen at low voltages (-1000 
to -1200 V) and high voltages (-1400 to -1900 V). The gain 
exhibits a power law as expected from the dynode multipli- 
cation. 

For dark current, the PMT is placed in the cryostat 
for several hours before operation to reduce any effects 
the ambient light may have on the measurement. For 
each high voltage applied between -900 and -1900 V, the 
anode current from the picoammeter is read in 100 V 
steps. 

The gain dependence on the high voltage applied is 
measured by pulsing the laser head with a light intensity 
corresponding to hundreds of photoelectrons, but below 
the nonlinear region of the phototube. The relative gain 
is recorded by measuring the average area of 10000 wave- 
forms at each voltage applied. The absolute gain is given 
by the single photoelectron gain at -1750 V (see above) 
and scaled for each voltage below based on the relative 
measurement. 

The results of the dark current and gain measurements 
are shown in figure [5] The gain curve dependence on 
the high voltage follows a power law as expected by the 
dynode multiplication stages. The dark current shows 
two trends with the voltage dependence. The trend at 
lower voltages is attributable to the presence of a leakage 
current through the device. As the voltage increases, a 
second component appears, which is due to the constant 
thermionic emission from the photocathode [10 . The 
operable range which gives the best signal to noise ratio 
of the phototube is defined by the region where the slopes 
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of the dark current and gain curves are the same, in this 
case taken to be -1750 V. 
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FIG. 6: Temperature variation of the dark pulse rate versus 
threshold in photoelectrons. The rate at 1 PE threshold drops 
steeply with temperature until 50 °C to approximately 50 Hz. 
Additionally, the dark pulse rate above 2 PE threshold is less 
than 10 Hz. (Solid lines have been added artificially to aid 
the eye) 



D. Dark Pulse Rate 

The presence of dark pulses stems from the spon- 
taneous thermionic emission of single electrons from 
the photocathode, intrinsic radioactive impurities in the 
quartz window and cosmic ray signals. These pulses are 
extremely important to characterize because the signal is 
indistinguishable from light. In particular, the rate at liq- 
uid xenon temperatures at a threshold of one photoelec- 
tron provides the necessary measure to estimate an ac- 
cidental coincidence rate as a background for real events 
in the physical volume. 

To measure the dark pulse rate, a random trigger win- 
dow on the oscilloscope is opened for 10 /xsec, during 
which the number of pulses that pass a designated thresh- 
old are counted. After several thousand triggers are accu- 
mulated, the rate can be inferred from the total number 
of pulses in the time period associated with the amount 
of triggers. For each threshold, a rate is recorded and 
the dependence versus the threshold in photoelectrons is 
determined. This is repeated for temperatures between 
25°C and -100°G. 

The results for shown in figure [6] at -1750 V, demon- 
strate noticeable features with regards to both the tem- 
perature and the photoelectron threshold. This thresh- 
old has been calibrated using a pulse height distribution 
for single photoelectron signals. The dark pulse rate de- 
creases both due to cooling and an increase in threshold. 



Thermionic emission, which occurs even at room tem- 
perature due to the low work function of the photocath- 
ode, decreases with temperature. Thus, the dark pulse 
rate in the region around one photoelectron threshold de- 
creases from about 1 kHz until fluctuations in the leakage 
current begin to dominate near — 50° C with a dark pulse 
rate of 50 Hz. At this point the rate remains constant 
with temperature. 

The dark pulse rate also decreases with increasing 
threshold as expected due to the nature of thermionic 
emission. As a purely statistical process, pulses larger 
than a single photoelectron are rare and usually point to 
another source of noise including cosmic rays and impu- 
rities present in the quartz window. The latter two are 
seen in the rate above one photoelectron threshold, which 
become negligible very quickly. 
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FIG. 7: Excess noise factor of the Rl 1410-10 PMT versus 
the signal input. The ENF is stable around 1.2 for signals 
smaller than 20 photoelectrons. 



E. Excess Noise Factor 

The excess noise factor (ENF) is a measure of the devi- 
ation of the observed photodetector resolution to the ex- 
pected resolution based on poisson statistics. It is caused 
primarily by noise added during each step of the multi- 
plication process in the dynode stages [15] , 

To measure the excess noise factor, the laser is pulsed 
at the most stable operating conditions to minimize the 
effects of any fluctuations of the light input. Using a 
set of inline filters 8 , the light intensity is varied at sev- 
eral different values below 20 PE, where the excess noise 



8 Thorlabs NE500A Series Mounted Absorptive Neutron Density 
Filters. 
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factor dominates over variations in light intensity caused 
by hardware. For each input light intensity, the area for 
many pulses in units of photoelectrons is considered. The 
excess noise factor is estimated as follows: 



ENF — obs — — 

where o b s is the standard deviation of the distribution 
and Npe is the mean of the distribution. 

The resulting excess noise factor for photoelectron val- 
ues less than 20 is shown in figure [7] for an operation 
voltage of -1750 V. A measured ENF of 1.2 results in 
an energy resolution of approximately 10% higher than 
expected just by poisson statistics. This compares favor- 
ably with the requirements of section [2] 
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FIG. 8: Averaged timeline of 10000 waveforms after a 500 PE 
main pulse. Four main afterpulse regions are visible, which 
contribute to an overall afterpulse rate of 4.9%. 



F. Afterpulsing 

Afterpulsing is the phenomena by which electrons 
emitted from the photocathode ionize impurities in the 
vacuum and dynode structure, which then drift back to 
the photocathode and produce a secondary signal on the 
timescale of /usee [15]. Of concern for future detectors, 
these afterpulses may result in the loss of charge from the 
initial signal while producing accidental coincidences of 
the secondary pulses with those attributable to another 
scatter in the detector volume. 

The afterpulsing is measured by illuminating the PMT 
at -1750 V with a large light signal of approximately 500 
PE (300 pC). By averaging 10000 waveforms on the os- 
cilloscope as shown in figure |8j regions after the main 
signal are visible above the baseline which are attributed 



to various elements. The characteristic afterpulse time is 
dependent upon the individual element and its origin: 

hmd 
A.T. = J 

V iv 

where the afterpulse time is related to m, the mass of the 
ion, d, the mean distance between the cathode and the 
first dynode (where most of the impurities are expected 
to reside), and V, the voltage between the cathode and 
first dynode. We infer the four afterpulse regions to result 
from ions of hydrogen (i?2~), methane (CH^), carbon 
monoxide (CO + ), and carbon dioxide (CO^)- 
The total afterpulse rate is defined as: 

apr= ZQap 
Qmp 

where Qap is the amount of charge in the total afterpulse 
region (after 200 ns), and Qmp is the charge in the pri- 
mary pulse. From the averaged waveform, the proportion 
of charge in the afterpulse region to the primary signal is 
found to be 4.9%, a majority of which is due to the as- 
sumed peaks from hydrogen (2.3%), methane (0.3%), car- 
bon monoxide (0.2%), and carbon dioxide (0.1%). This 
is a relatively large afterpulse rate, but since this occurs 
only for larger signals, it is not as much of a concern for 
the lower energies necessary to detect dark matter. 

G. Timing Properties 

Characterization of the timing properties of the 
R11410-10 is important to understand the systematics 
present and the limitations due to the PMTs in the future 
detector signal analyses. The timing quantities measured 
at UCLA are determined from the qualities of the single 
photoelectron pulse. 

The rise time, fall time, pulse width, and transit time 
spread (TTS) are measured in the same setup as in sec- 
tion |4B] with the PMT operating at -1750 V. Using 
the oscilloscope to characterize the single photoelectron 
pulses results in a rise time of 2.6 ±0.4 ns (10% to 90%), 
a fall time of 9.7 ± 0.5 ns (90% to 10%) and a pulse 
width of 7.2 ± 0.6 ns (FWHM). The transit time spread, 
using a diffuser to uniformly illuminate the photocath- 
ode, is determined by the FWHM of the distribution of 
times between the trigger and the maximum of the sin- 
gle photoelectron pulse. This quantity is dependent upon 
the voltage as an increased voltage will cause the charge 
to travel faster. At -1750 V, the TTS was found to be 
6.0 ± 0.3 ns. 

The setup for the cathode transit time difference is the 
same as for transit time spread except for the input laser 
light, which is instead focused at designated points along 
the X and Y axes (with respect to the first dynode) at the 
same distance from the photocathode. The transit time 
difference (the mean of the distribution) is considered in- 
stead of the FWHM. In figure[9j the cathode transit time 
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FIG. 9: Cathode transit time difference for positions along the X and Y axes of the Rl 1410-10. The largest deviations occur 
near the edges where small variations in the internal structure cause the electron travel time to increase. 
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FIG. 10: Position dependent relative uniformity for the photocathode of the R11410-10 PMT. The PMT output signal is 
uniform to within 20% across the whole quartz window. 



differences can be seen for each axis, where the minima 
of each curve has been set to zero since this is a relative 
measurement. Near the edges, deviations greater than 
5 ns may occur as this transit time is highly dependent 
upon incoming position. The symmetry along the X axis 
is expected as this cuts across the first dynode. However, 
the Y axis scan shows a skewed feature, which is evidence 
of the dynode structure. 

The single photoelectron pulse demonstrates an excel- 
lent pulse shape, but poor timing in both the overall 
spread and the position dependence of the input signal. 
The large uncertainties present in the arrival time of the 



photon reduces the effectiveness of possible pulse shaping 
analyses for future detectors [16j [17] . 



H. Uniformity 

The uniformity demonstrates the effect of position 
upon the output signal. This adds another uncertainty 
when evaluating the size of the signal. Collection effi- 
ciency, the probability of the photoelectron emitted from 
the photocathode to reach the first dynode, can also be 
obtained through a comparison of the uniformity of the 
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FIG. 11: Position dependent relative collection efficiency R11410-10 PMT. The collection efficiency is uniform to within 10% 
over the surface. 



photocathode and the anode. 

To quantify the uniformity of the PMT surface, an 
LED of 402 nm is focused with a 1 mm spot size on the 
quartz window. A two axis scanner is used, which fixes 
the LED to be the same distance at all points during 
the scan. The current, either photocathode or anode, is 
read out on the picoammeter and then normalized by the 
largest current, which for the R11410-10 occurs at the 
edges (figure 10). The photocathode and anode are both 
uniform to 20% across the whole surface, which creates 
some uncertainty in the signal readout, but is not as much 
of a factor as the position dependence of the transit time, 
which is on the order of a pulse width. 

Taking the ratio between the anode and photocathode 
uniformity scans and accounting for the gain of the PMT 
results in a measure of the collection efficiency. The result 
in figure [IT] demonstrates that the collection efficiency 
is uniform to 10% and greater than 80% for the entire 
surface. 



the input light intensity from the lamp; and a picoam- 
meter to measure the current from the PMT. The pho- 
tocathode of the PMT is held at -300 V, while the dyn- 
odes and anode are attached to the readout at ground. 
Electrons that are emitted from the photocathode are 
collected and readout by the picoammeter. 

For a given temperature and uniform light intensity, 
each of the four shutters is opened individually with the 
others closed while the resulting photocathode current is 
recorded from the picoammeter. The total signal with 
each of the four shutters open is also recorded. The light 
intensity is then increased or decreased using the neutral 
density filter and the shutter process is repeated. 

The quantity to consider for cathode linearity is the de- 
viation from a perfectly linear signal. Using the recorded 
data from each of the shutters and the total signal data, 
for each light intensity, a deviation from linearity is de- 
termined 



I. Cathode Linearity 

The cathode linearity is measured to quantify the 
range over which the photocathode PMT response for in- 
put light is linear. Though not vital for the low energies 
expected for dark matter signals, a high linearity allows 
for additional detector calibration methods through the 
use of higher energy scatters. This is necessary to charac- 
terize to presence of background sources in the detector, 
which can then be extended down to the lower energy 
signal region. 

At Hamamatsu, the cathode linearity setup includes: 
a tungsten lamp coupled with a diffuser to uniformly illu- 
minate the photocathode of the R11410-10 device; a set 
of four shutters and a neutral density filter wheel to vary 
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The results of this measurement are shown in figure [l2"| 
The cathode linearity shows a strong dependence upon 
the temperature of the environment, where lower temper- 
atures cause the cathode to become nonlinear at lower 
photocathode currents. For operation in liquid xenon 
near — 110°C, the cathode is linear to 5% up to 2 nA. 



J. Anode Linearity 

The loss of linearity in a photomultiplier tube is due to 
saturation of the photocathode, as detailed in Section[4Jj 
and the space charge effect between the last dynode stage 
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FIG. 12: Cathode linearity of the R11410-10 PMT versus 
output photocathode current and temperature. The cath- 
ode becomes nonlinear at lower temperatures at lower output 
currents. The cathode is linear to within 5% at liquid xenon 
temperatures up to 2 nA. 



intensities of a fixed ratio of 4:1 are produced and sent 
along the fiber to the PMT. In the linear region, with 
low light levels, this results in signals with peak currents 
in the 4:1 ratio as well. As the absolute light intensity 
is increased, this ratio begins to deviate from the light 
intensity ratio of the input. This change is an example 
of the space charge effect causing electrons at the last 
dynode to repel each other, some of which then miss the 
anode and are not read out. Increasing the light level 
further results in a magnification of this effect until the 
ratio of output peak currents becomes 1:1. 

For the R114T0-10 PMT, the anode linearity has been 
measured for several different voltages as shown in fig- 

5% to greater 



ure 
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The anode is linear to within 
than 80 mA anode current for all voltages. As mentioned 
above, this translates into an effective cathode linearity 
based upon the operational gain of the PMT. For ex- 
ample, at a voltage of -1750 V, where the gain is ap- 
proximately 7 x 10 6 , this corresponds to a photocathode 
current of 11 nA. With reference to figure [l2j the cath- 
ode is linear to 2 nA at — 110°C, which shows that the 
nonlinearity in the photocathode dominates at low tem- 
peratures, while at higher temperatures, nonlinearity in 
the anode will begin to become more important. 



K. PMT Base Studies 
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FIG. 13: Percentage deviation from perfect linearity ver- 
sus the output anode current (mA). The R11410-10 device is 
linear to within 5% up to about 80 nA. 



and the anode. The interplay between the photocathode 
and anode linearity is determined by the operation gain 
of the photomultiplier tube and the temperature of the 
environment. 

The anode linearity setup is the same as the cathode 
linearity, except that the anode linearity is a pulsed mea- 
surement, using the normal readout through all the dyn- 
ode stages. Using alternating pulses to an LED, light 
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FIG. 14: Sample waveforms for different cable setups. The 
standard setup is shown in black (solid line) with alterna- 
tive setups (dashed lines) showing some degradation in either 
signal amplitude or reflection. 

For the tests performed, the standard base employ- 
ing negative voltage and the standard resistor ratio val- 
ues as defined in the manufacturer data sheet is used. 
This setup includes a high voltage cable to supply -1750 
volts to the dynodes as well as a signal cable for read- 
out. However, following several systematic tests, a single 
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cable setup instead using positive high voltage is shown 
to be adequate; separately, the resistor ratio on the base 
can be modified to increase the pulsed anode linearity. 
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FIG. 15: Pulsed anode linearity for the R11410-10 for vari- 
ous resistor ratios for the last three dynode stages. The nom- 
inal anode linearity as quoted in section |4 J| is up to 80 mA 
while the most optimistic scenario here achieves anode linear- 
ity within 5% to above 100 mA. 

The development of a single cable readout system for 
the R11410-10 PMT is well motivated by the reduction 
in cabling required for a future detector as well as the 
change from holding the photocathode and housing at 
high voltage to ground level thereby reducing complica- 
tions within the support structure design. However, the 
change from separate high voltage and signal cables to 
a single cable results in the need for a decoupling cir- 
cuit, which introduces signal reflections at the interface. 
At Hamamatsu, several configurations of the base have 
been tested with different capacitor orientations and re- 
sistor values in order to reduce reflections and maintain 
the highest signal quality possible. 

A comparison of the resulting waveforms after 5 me- 
ters of cable for the standard setup and three decoupling 
configurations is shown in figure[l4j The dual cable setup 
demonstrates the best performance with the highest am- 
plitude and smallest reflection. The first single cable 
setup employs a decoupling with a capacitance of 1 nF 
and a resistance of 10 kil and shows a signal with a large 
amplitude and reflection. Increasing the resistor value in 
setup two to 100 k£l acts to reduce the reflection while 
also decreasing the signal amplitude. The third setup in- 
cludes anode termination of 50 f2 as an addition to the 
second setup, which further attenuates the signal, but 
reduces reflections to a minimum. 

The default resistor ratio values provided by Hama- 
matsu allows for standard operation of the R11410-10 
for intermediate purposes. However, this ratio can be 
further optimized through modification for more extreme 



scenarios when saturation of the anode occurs. As men- 
tioned previously, nonlinearity at the anode stems from 
the space charge effect when many electrons become clus- 
tered as they travel from the last few dynodes to the 
anode. Adjusting the resistor ratios at the end of the 
dynode chain can help offset this effect by increasing the 
electric field present. 

Figure [15] shows the results of the anode linearity mea- 
surement for several resistor ratio values including the 
default values of 1:2:1. A 50% increase in the maximum 
current which still preserves linearity can be observed by 
changing the resistor ratio to 1:1.5:1.5. This results in 
the anode remaining linear within 5% to greater than 
120 mA. 

Though changing the bases is not mandatory for future 
operation, both a single cable approach and modification 
of the resistor ratio result in improvement either by re- 
duction of materials and design complications or in large 
signal performance. 




Magnetic Field (G) 



FIG. 16: Effect of the magnetic field on the output signal 
of the Rl 1410-10 PMT. Deviations below 5% are observed 
for each orientation of the device except for magnetic fields 
greater than two gauss. 



L. Magnetic Field 

The output signal of the Rl 1410-10 PMT with an ex- 
ternal magnetic field applied has been measured for vari- 
ous physical configurations to determine any negative ef- 
fects associated with large magnetic fields. The external 
structure of the PMT, an iron-nickel-cobalt alloy called 
Kovar, has been designed to allow for uniform thermal 
expansion properties, but it also has a very high mag- 
netic permeability to shield against magnetic fields. This 
may be applicable for both the Earth's magnetic field (< 
1 gauss) as well as any ambient magnetic fields present 
in the detector environment. 
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Figure 16 shows the properties of the phototube for ex- 



ternal applied magnetic fields in any direction. For fields 
below two gauss, the output signal only deviates by 5% 
from a zero- field environment, which demonstrates that 
the effects of the Earth's magnetic field are negligible. 



SUMMARY 



ally, the good stability at low temperature and robust 
physical characteristics will allow the PMT to maintain 
high performance over the life of a detector. On the other 
hand, poor timing properties place some systematic un- 
certainty upon the output signal. In conclusion, the high 
level characteristics of the R11410-10 make this PMT a 
very suitable option for next generation dark matter ex- 
periments. 



Systematic tests performed at Hamamatsu and UCLA 
with the R11410-10 PMT have demonstrated its viabil- 
ity for future dark matter experiments. In particular, the 
high quantum efficiency (above 30% for units tested) , low 
radioactivity (~ 20 mBq/piece), high gain (up to le7), 
and a clean signal signaure due to the low noise proper- 
ties (50 Hz dark count rate and good single photoelec- 
tron resolution) provide several of the necessary qualities 
needed for low energy and rare event searches. Addition- 
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